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Abstract 
The comp lementary techniques of EPMA and 
micro-PIXE are reviewed in the context of spatially 
resolved trace element analysis of sulfide minerals. 
Attention is foc uss ed on methods of standardization 
and of fitting EDX spectra. Sphalerites and chalco-
pyrites from various sources are used as specimens. 
For Ag in chalcopyrites, the two techniques agree 
well. Sphalerites pose problems such as Zn-Fe repla-
cement and the presence of minor elements, both of 
which influence matrix corrections ; these are addres-
sed in detail. The necessity for absorbers in the 
micro-PIXE work prevents detection of minor e le-
ments lighter than Zn ; these are determined by 
EPMA and the results used in the micro-PIXE fitting 
and matrix corrections. For Cd, Ag, Ga, Ge there is 
acceptable agreement between the two techniques 
g iven uncertainties and constraints on samp les, but 
EPMA results for Hg are notably lower than micro-
PIXE results. The improvement in detection limits 
afforded by micro-PIXE over EPMA in these sulfide 
minerals ranges from ~ 3 for Ga, Ge, Hg to 10-30 for 
Se, Ag, Cd, In ; possible further gains are discussed 
for both techniques. 
KEY WORDS : Electron probe microanalysis, proton 
induced X-ray spectrometry, trace elements, detec-
tion limit, chalcopyrite, sphalerite. 
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Introduction 
Spatially resolved minor and trace element ana-
lysis in sulfides is important from two points of view: 
- from the crystallo-chemical viewpoint, the know-
ledge of their localization provides information on the 
physical and geochem ical conditions of formation ; -
from th e viewpoint of economics, it is necessary to 
localize the contaminating, and the valuable elements 
and to obtain an accurate balance of their content 
within the phases contained in the ore. 
Automation allows the use of the electron micro-
probe analyzer (EPMA) for problems that require a 
very lar ge number of in-situ point rep etit ive analyses 
of minerals ( ro). A few hundred ppm is th e usual 
accepted level for the limit of detection with EPMA 
for most trace e leme nt s in sulfides. The detection 
levels estimated from statistics are generally 
unrealistically low because they only take into 
account the precision of X- ray intensity measure-
ments. The accuracy of quantitative data may also 
depend upon changes in the spatial distribution of ele-
ments within the analyzed volume. Changes in compo-
sition can result in contamination of the surface by 
species carry ing trace elements assumed to be present 
as a bulk impurity. These chan ges may be introduced 
either during mechanical polishing (21) or during elec-
tron beam irradiation (23). 
Within the past decade, the use of accelerators in 
nuclear physics has been extended from the nuclear 
physics arena to analytical applications based on 
nuclear reactions, Rutherford backscattering spectros-
copy (RBS) and proton induced X-ray spectrometry 
(PIXE) in order to cha racterize the surface and subsur-
face of materials. For X-ray spectrometry, the major 
advantage of proton irradiation over electron bombar -
dment is its lower co ntinuous X-ray intensity (brems-
strahlung) which leads to a higher characteristic peak 
to continuum intensity ratio than that obtained under 
electron irradiation and thus to better detection 
limits for PIXE than for EPMA. Proton microprobes 
(micro -P lXE) are now available to study micro-regions 
and their use in mineralogy has been r.ecently 
reviewed by Blank and Traxel (2). Micro-PIXE analysis 
of major sulfide ore minerals from various massive-
sulfide deposits has been discussed by Harris et al.(11) 
and Cabri et al. (4) (5). These results demonstrated 
the potential of combining EPMA and micro-PIXE 
data in research on the geochemistry of sulfides. 
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Reproducibility, accuracy and statistical preci sion 
of quantitative data must be considered in order to 
define the minimum limit of detection which can be 
attained by both techniques. Reproducibility must be 
verified for different intervals of time between suc -
cessive measurements. Accuracy is the differenc e 
between the experimental data and the most probabl e 
value. Accuracy is evaluated from data obtained for 
various experimental conditions with different techni-
ques (18) (21). This approach aims to validate both 
data acquisition and reduction procedures. Data 
obtained by different methods and equipment must be 
compared. The detection limit is obtained from statis -
tical considerations but such an approach may not be 
fully justified unless the accuracy is evaluated. 
The aim of this paper is to compare the respec -
tive analytical efficiencies of EPMA and micro -PfXE. 
Chalcopyrites and sphalerites were selected for these 
comparisons : - chalcopyrites previously studied by 
Harris et al. (ll) were analyzed again to demonstrate 
the reproducibility of both techniques used ; owing to 
Zn-Fe replacement and presence of minor elements in 
sphalerites, these specimens were studied to show the 
influence of composition changes both on intensit y 
measurements and concentration calculations. 
Experimental 
EPMA 
The computer controlled C AMEC A m icroprob e 
(Camebax-Microbeam type) equipped with four wave-
length dispersive spectrometers (WDS) and installed at 
the joint B.R.G.M. -C. N.R .S. (Bureau de Recherches 
Geologiques et Minieres - Centre National de la 
Recherche Scientifique) laboratory was used. Ac cor-
ding to the usual notations used with EPMA , th e 
X-ray intensity for element Z, namely I z denot es th e 
number of photons (counts) measured per second pe r 
nA electron beam intensity, while Nz denot es the 
total number of counts measured for the experimental 
conditions. K z designates the X-ray intensity measu -
red at the surface of the specimen (sp) normalized to 
that of a standard (st), containing the element Z. The 
weight fraction Cz is then given by : 
co 
J ¢5P(p-c) exp (- .I!. pz cosec)sp dpz 
K =C O P 
Z Z co t t J ¢5 (pz) exp (- ~ pz cosec)s dp:z 
[1] 
where ¢ (pz) expresses the distribution with depth of 
the number of generated X-ray photons resulting from 
inelastic scattering of the incident electrons with the 
solid ; µ/ p is the mass attenuation coefficient of the 
matrix of density, p, for the wavelength of analyzed 
photons and 0 is the take-off angle of the spectro-
meter. Abundant literature is available about the for -
malism expressing the interaction of electrons with 
solids. In practice, the integrals in equation [ 1 ] are 
calculated by means of three analytical expressions, 
known as the Z.A.F. correction factor including the 
atomic number function, Z, (backscattering and 
energy losses of electrons), the absorption, A, and 
fluorescence, F, functions expressing the interactions 
between the generated photons and the matrix. To 
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obtain the weight percent concentrations, the measu -
red X-ray intensities were corrected with the model 
proposed by Hence et al. ( 12) and included in the 
software package for data acquisition and processing 
available with the EPMA. 
For data acquisition, 6 and 15 sec. counting 
times were used for major and minor element analy-
ses respectively ; 20 or 30 sec. were used for trace 
e lement analyses. The background intensity was deri-
ved from two successive measurements on each side 
of the analyzed peak. Ref e renc e compounds and X-ray 
emissions were : pure Cu ( Cu Ko), pure Ag (Ag L. ex), 
pure Cd (Cd Lo), pure Ge (Ge La), pure Se (Se Ko), 
pure Fe (Fe Ko), AsGa (As Lo, Ga Ko, Ga Lo), HgS 
(Hg L~ Hg M ), natural lnCuS 3 (In Lo), ZnS (Zn Ko, 
S K al for sphalerite and FeS 2 (S Ko ) for chalcopyrite 
specimen analyses. 
Micro-PIXE 
The equipment used was the micro-PIXE facility 
installed at the Max Planck lnstitUt fur Kernphysik in 
Heidelberg (FRG) (3). A 4 MeV energy proton beam 
was used. The proton beam current was monitored by 
means of a "Rutherford monitor" allowing the speci -
men to be irradiated with a fixed number of protons, 
regardless of drift in incident beam current. A ~ 150 
pA proton beam intensity and a total of 250,000 
Rutherford units were used. Thus, the data acquisition 
time was approximately 20 min. To prevent backscat -
tered protons from entering the detector and to mini-
mize pile-up of the matrix K X-ray signals, aluminum 
absorbers were placed between the target and the 
Si(Li) detector ; 3 50 µm and 750 µm thick aluminum 
foils were used for c halcopyrite and sphalerite analy-
s is, respectively. 
As with EDS analysis in EPMA, the general 
approach commo n in PIXE is to co nstruct a digital 
model of a spec trum (peaks and continuum back-
ground) and then to vary its parameters to achieve a 
best fit to the measured spectrum. lntercomparisons 
of spectral data processing t ec hniques in PIXE analy -
ses have been reported (8). In the present work, data 
handling and reduction were ca rried out at Guelph 
University - Department of Physics - using a model 
including background removal, peak intensity measure-
ments from the experimental spectra and expression 
of the net intensities in terms of weight concentra-
tions. The formalism used has been already discussed 
(9) (16) (7) (6) and the various models used will be 
only briefly summarized. 
The usual approach for peak intensity above the 
continuum emission used in EDS analysis with EPMA 
consists in subtracting from the experimental data a 
theoretical representation of the continuum energy 
spectrum (17). In micro -PIXE, which is at a much 
earlier stage of development, most workers have so 
far used empirical models to describe the continuum 
background which has to be subtracted from the mea-
sured spectrum. The disadvantage of this approach is 
that the parameters used in the analytical function 
are not universal, but, are specific to the ins-
trumental and experimental conditions used. An alter-
nate approach to the background intensity removal 
used in EDS analysis with the EPMA consists of digi-
tal filtering using a "top-hat" filter (9) (r 5). The 
major advantage of this method is that no theoretical 
o r empirical expression is required to describe the 
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form of the continuum. The only assumption made is 
that the co ntinuum varies linearly within any narrow 
region of the analyzed energy domain. Use of digital 
filtering in the context of PIXE spectra was first 
reported by Maxwell et al. ( 16). In their approach, 
which is used here, a theoretica l model spectrum is 
fitted to the experimen tal spectrum by the non-linear 
least squares method ; the model consists of Gaussian 
peaks whose positions and widths are related to their 
energies through calibration expressions which contain 
four parameters descriptive of the spectrometer. 
During the fit, these four parameters, together with 
the heights of the main Gaussian for each element, 
are varied to minimize the chi-squared. In each itera-
tion it is the digitally filtered spectra that are 
compared, hence no recourse is necessary to a model 
for the continuum. A data-base of the X-ray energies 
and relative intensities is used by the code in co ns-
tructing the model spectrum. 
When the e ntire experimental spectrum (4-26 
keV) was fitted, the quality of fit was markedly less 
than optimum, and perhaps indicative of a slight non-
lin earity in the energy calibration ; this caused some 
under-estimate of peak areas for the heavier e lements 
(Ag, Cd, In) , but the effect was not a systematic 
one. Hence, in most cases a second fit was done to a 
shorter region of interest (18-26 keV). The Ag, Cd and 
In data were from this fit. 
For data processing in EDS analysis with the 
EPMA, least - squares fitting methods are generally 
applied by using ex perim enta l spectra of pure ele-
ments rather than mathematical descriptions of the 
X-ray lineshapes. This approach is also feasible in 
micro -PIXE, but has seen less used than the alterna-
tive of modelling the peaks. For both approaches 
using either theoretical or exper imental reference 
data , a knowledge of all e lements present in the 
analyzed compound is required to take into account 
the overlap between X-ray lines in order to obtain 
accurate peak intensity measurements from the least-
squares fitting procedure. 
For a thick homogeneous target the yield Y (Z) 
of X- rays from an e lement Z of weight concentration 
Cz and atomic mass Az is given by (6) : 
0 
Nav w z bz Ez J o z(E) Tz(E) d E 
Y(Z) = N Cz A S(E) [ 2 ] 
Z E 
0 
where wz denotes K (or L) X- ray fluorescence yield, 
bz the fraction of K (or L) X-rays in the Ka (or La) 
line, Ez the absolute detection efficiency and N the 
number of incident protons with energy, E0 , Nav is 
Arogadro's number. In the integration over energy, 
oz(E) denotes the ionization cross section, Tz(E) is the 
attenuation (absorption) of the number of photons 
generated by the matrix , and S(E) in the matrix 
stopping power (energy loss). 
Equation [2] may be expressed as 
y (Z) = N Cz Ez I (Z, M) [3 ] 
where 
0 
I (Z, M) 




I (Z, M) is the integral of X-ray production along the 
proton path. 
Equations [2 ] and [4 ] are similar to those used to 
ex press the X- ray intensity resulting from th e elec-
tron bombardment including the ionization cross-
section for the analyzed element and the attenuation 
and stopping power by the matrix M. 
The concentration Cz of the analyzed e lement 
may be derived from the measured yield Y(Z) through 
an absolute calculation of the integral in equation [2] 
using a data base with a measur ed or calculated abso-
lute efficiency for the detector. In practice, a compa-
rative method is preferred. 
Let I (Z, sp) and I (Z, st) denote the integrals in 
equation [2 ] for both the specimen and the standard. 
Thus, the concentration is given by 
Y (Z, sp) I (Z, st) 
C meas 
Z = y(Z, st) 
meas 
I (Z, sp) 
[ .',] 
where y(Z, sp) and y(Z, st) are the measured inten-
meas meas 
sities characterist ic of the analyzed element within 
the unknown and the standard. The int egra ls I (Z, sp) 
and I (Z, st) are computed using fundamental parame-
ters to calculate the ionization cross section, the 
attenuation coefficient and the stopping power. This 
approach has the advantage of partial cance llation of 
data base errors. 
The expression [ 5 ] for micro-PIXE is equivalent 
to equation [ r ] for EPMA. The matrix inte gra ls l(Z, 
sp) and l(Z, st) express the mechanisms of photon pro-
duction and em ission within the unknown specimen 
and the standard as does the ¢ /pz) distribution func-
tion or the analytical Z.A.F. expressions . 
Micro -PIXE calcu lation based on the use of stan -
dards has been reported (2). When a very large num-
ber of matrices are concerned, it may be difficult to 
obtain a sufficient number of reference compounds 
containing the elements of interest at trace concen-
tration levels, homogeneously distributed within the 
matrices. Moreover, the use of pure elements as stan-
dards will induce large differences in counting rates 
and statistics for the measured intensities which can 
be inconvenient experimentally and carries the poten-
tial for error. 
A different approach, which is something of a 
compromise between the absolute method and that of 
elementa l standards has been developed for mineralo-
gical applications (7). It is somewhat similar to the 
method known in EPMA analysis as "sta ndardless 
quantitative analysis" or "minimum standard analysis" 
(I). 
Equation [ 3 ] may be rearranged by splitting off 
the terms dependent on the matrix from those depen-
ding only on the instrumental and experimental fac-
tors. The absolute detection €Z may be written as 
[ 6 ] 
where Q is the solid angle of the detector, the expo-
nential term expresses the attenuation by the alum i-
n um filter with thickness X and €t_ is the intrinsic 
efficiency of the detector. 
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Both the solid angle and the proportionality cons -
tant between the Rutherford backscatter count can be 
absorbed into an experimental parameter H such that 
Y(Z, M) = H Cz l(Z, M) E:~ exp (-µx) Al [ 7 l 
H was obtained by analysing a synthetic (Fe, Pd)9 (S, 
Se) 11 compound prepared at CANMET (Canada Centr e 
for Mineral and Energy Technology). In this exercise 
Y(Z, M) was measur~d, l(Z, M) computed from the 
data base ( 14,15), E: 1z calculated from the detector 
specifications and exp (-µx)Af calculated from the 
nominal aluminum thickness and from attenuation 
coefficients (14). The result was H = 0.0277. 
Silver bearing chalcopyrite 
The two analyzed specimens were massive chal-
copyrite (CuFeS 2 ) from the Hilton Mine (Northwestern 
Queensland, Australia) and lzok Lake deposit (North-
west Territories, Canada). Silver concentrations, 
obtained by means of EPMA and micro-PIXE, were 
already reported ( 1 I) and showed Ag concentrations 
ranging from 1500 to 2900 ppm (Hilton Mine) and 
from 260 to 560 ppm (lzok Lake). Other samples from 
the same deposits were selected for the present study 
in order to verify the reproducibility of micro -PIXE 
data and the reliability of EPMA data obtained by 
varying instrumental and experimental factors. 
With EPMA, silver was analyzed by measuring the 
Ag La X-ray intensity induced by electron beam ener -
gies of 15, 20 and 30 keV successively. The continuum 
intensity was derived from two measurements carried 
out on each side of the Ag La peak. Pure silver was 
used as standard. For each specimen , ten measure -
ments were repeated for the three experimental 
conditions used. 
As shown in table 1, the calculated Ag concen -
trations from EPMA analyses remained independ ent of 
the primary beam energy for both analyzed speci-
mens, indicating a homogeneous distribution of Ag 
versus depth. Both the statistical precision of inten-
sity measurements and the standard deviation of the 
data remained in the same order of magnitude indi-
cating a Ag solid solution in both chalcopyrites. The 
average silver concentrations are 1430 ± 200 ppm for 
the Hilton Mine sample and 410 ± 150 ppm for lzok 
Lake sample respectively. 
The same specimens were analyzed by means of 
micro-PIXE induced by a 4 MeV proton beam of 150 
pA intensity. Data acquisition time was about 20 min 
and Ag Ka emission was used for quantitative analy-
sis. The theoretical composition of CuFeS 2 was used 
for data manipulation including determination of peak 
intensities during the fitting procedure and calculation 
of the Ag Ka yield for the matrix. A single measu -
rement was carried out for each specimen. 
As shown in table 1, EPMA and micro-PIXE data 
are in good agreement. For the Hilton Mine specimen , 
the unweighted mean EPMA result of 1433 ppm is 
within 2 % of the PIXE result. These results are also 
consistent with results already reported concerning 
EPMA and micro-PIXE analysis of different samples 
of chalcopyrite originating from the same deposits (5). 
For the lzok Lake specimen (EPMA Ag content 410 
ppm) the Ag percent difference reaches 18 % but this 
1020 
is acceptable taking into account the lower silver 
content which is close to the minimum detection limit 
(MDL) for the experimental conditions used with 
EPMA. A 3 a criterion was used to calculate the mini-
mum detection limit CMDL for EPMA according to 
the usual relation : 
[ 8 l 
where Nsis the total number of counts for the conti-
nuum at the analyzed energy (wavelength), NTis the 
total number of counts for the standard and a is the 
coe ffici e nt taking account of the "matrix effect" 
resulting from the interactions of the incident elec-
trons and generated X-ray photons with the matrix. 
For the micro - PIXE the CMDLlimit of detection was 
derived from equation [ 7 ] where the measured inten-
sity Y(Z, M) was set to 3 times the background inten-
sity. As shown in table 1, the MDL for Ag in CuFeS 2 
with the micro-PIXE (~ 30 ppm) is better by a factor 
of ~ IO as compared to the EPMA detection limit 
(from 300 to 400 ppm) for the experimental conditions 
used. 
Table 1 - EPMA and micro-PIXE analyses of Ag and 
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n.d. = not detected. 
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As also shown in table r, a factor of 20 is obtai-
ned for the In limit of detection in chalcopyrite. 
Indium concentrations of 36 ± rs and 74 ± 22 ppm 
have been detected by micro-PIXE in the Hilton Mine 
and lzok Lake chalcopyrites respectively. It is interes-
ting to notice the reproducibility of the micro-PIXE 
data even at concentration levels approaching the 
statistical limit of detection by comparing the present 
results to those previously obtained by Harris et al. 




Sphalerites (Zn,Fe ... )S from ten different mas-
sive-sulfide ore deposits were selected. Point quali-
tative analyses were carried out using a step -by-step 
automated data acquisition procedure as previously 
described ( ro). LiF, PET and TAP monochromators 
were used and spectra are given in figure r. The ana-
1 yzed specimen , was from the Saint Salvy deposit 
(Tarn , France). Due to the the high sensitivity of the 
spectrometers, multiple reflections up to the seventh 
order could be qualitatively recorded in the case of 
the major Zn constituent of the matrix . Multiple 
orders of r e flection can also be recorded in the case 
of minor elements as shown in figure I for Fe and 
Cu. Obviously the detectability of low intensity peaks 
resulting from multiple orders of reflection will be 
increased in the quantitative analytical procedure as 
compared to the qualitative data acquisition approach. 
Due to the large number of impurities which can 
be pres ent in sulfides with various levels of concen-
trations , there is no general rule for experimental 
c onditions to be used for trace element analys es. The 
beam e ne rgy must be optimized for maximum sensiti -
vity, depending on the X- ray energy analyzed and th e 
matrix composition. 
Theoretical K, L and M spectra for trace ele-
ments which will be considered in the present study 
ar e indicated in figure r. Usually , elements with an 
atomic number lower than 30 are analyzed via their K 
spectrum, elements with atomic number ranging from 
31 (Ga) to 72 (Hf) are characterized by their L spec -
trum and elements with higher atomic number by 
their M spectrum. However it may be necessary in 
some instances to analyze some of the elements by 
their high energy X-ray emission to avoid overlaps 
between peaks or when the efficiency of the mono-
c hromator is too low to obtain a sufficient statistical 
precision for intensity measurements. 
As an example, the Hg Ma peak is analyzed by 
means of the PET monochromator (Fig. r). As this 
spectrometer is of the linear fully focussing type, the 
PET crystal is placed at a long distance from the 
X-ray source for the Bragg.position corresponding to 
Hg Ma (2.19 keV, i.e. 5.65 A) and the measured coun-
ting rate is very low. Further, for the low energy 
Hg Ma emission, the matrix effect is very large. For 
Hg M a , the minimum limit of detection, (taking 
account of the interaction of the X-ray photons with 
the matrix) leads to a corrected minimum detection 
Ii m it, C MDL, is ~ r 500 ppm. Thus , due to the low 
counting rate and the large correction factor, small 
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Figure r - Automated qualitative analysis (WDS) of a 
ZnS specimen with EPMA using (a) LiF, (b) 
PET and (c) TAP monochromators. The 
three monochromators are moved si mul-
taneously step by step ; total acquisition 
time is about 10 min. X-ray emissions used 
for trace element analyses are shown. 
Remond G., Cesbron F. , Traxel K. et al. 
measurements will induce large uncertainty for the 
calculated concentration. 
Although with different values, similar conclu-
sions can be reached in the case of Ga L a. Low 
detection efficiency could be overcome by increasing 
the counting time but this must be selected in order 
to satisfy one of both objectives ; to get a sufficient 
number of point analyses for statistical data proces-
sing leading to an average concentration of the ana -
lyzed elements within the matrix (the minimum 
detectable limit is thus defined) to get a given limit 
of detection ; but increasing the counting-tim e in 
order to reach a particular statistical precision can 
lead to possible beam damage. The maximum dose of 
irradiation must be evaluated for each analyzed 
matrix. 
Thus, rather than to extend the counting time, it 
may be preferable to use a higher energy emission. 
Such an approach is required when Ga and Hg are 
present simultaneously. As shown in figure 2 the Hg 
Ma (2nd order) overlaps the Ga La peak and justifies 
the choice of the energetic Ga K a peak. 
It has been shown (20) that the particular beam 
energy, Ep, leading to the maximum of the peak to 
continuum intensity ratio is related to the matrix 
absorption coefficient (µ/ p) A for analyzed photons of 
wavelength A , according to the following relation : 
2660 1·68 x = (µ/p) A cosec 0 = Ep 
where 0 is the take-off angle of the spectrometer. 
The above relation was used to study the mass 
attenuation coefficient which exhibits large discrepan -
cies among published data (22). The above relation 
may be used to predict the optimized primary beam 
energy for each analyzed element. Again, a compro-
mise must be accepted to keep the peak to continuum 
intensity ratio at an acceptable level for all th e ana -
lyzed elements within the matrix. In pra ctice, a 20 
keV primary beam energy was used. Occasionally a 30 
keV primary beam energy was used for comparison s of 
data from emissions of different energy. 
For the analysis of Hg in tlie ZnS matrix , using 
La, the corrected limit of detection is reduced to 800 
ppm as compared to the previous 1400 ppm limit. 
Concerning the continuum associated with a given 
characteristic peak, the location where to measure its 
intensity must be selected in order to take account of 
the presence of adjacent peaks. Indeed, it is not pos-
sible to use a blank specimen as it would be necessary 
to have one not only with the same major elements 
(Zn,Fe ... ) but also with the same minor and trace ele -
ments with the exce 1tion of the element to be ana -lyzed. We used the c assical approach of derivin g the 
continuum intensity N s( A0) at wavelength, A 0, by 
linear interpolation from two measurements carried 
out at wavelength Ao ± b.A 0. The value of the b.>..0 
interval must be chosen to prevent distortion of the 
shape of the continuum distribution due to the pre -
sence of peaks. As an example, when measurin g the 
Ga L a emission with a TAP monochromator (Fig. 2) 
the shape of the continuum is modi£ ied by the pre-
sence of Cd La (3rd reflection order) and Zn L B 3 (fun-
damental) emission. In order to support the approach 
of measuring the continuum intensity by varyin g the 
monochromator position we studied synthetic and 
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Figure 2 - L spectrum (WDS-TAP monochromator) for 
Ga in a ZnS matrix. 
natural sphalerite specimens which <lid not contain the 
trace element whose X-ray continuum intensity mea-
surement was under investigation. 
The X-ray intensity Ns('/\0) was measured at the 
characteristic wavelength, 'Ao, of the element of inte-
rest and at wavelengths Ao ± b.A O successively. For 
each condition, ten measurements were repeated and 
averaged. The two sets of measured intensities 
Ns( A0) and 1/2 [N ().0 + b.A ) + N ().0 - b.A0)] differed 
by less than 5 % i.e. less tgan one standard deviation 
of the measurements. These experiments were per-
formed in order to determine the b.'Ao interval making 
valid the linear interpolation for the continuum 
intensity measurement for the trace elements in the 
analyzed sphalerites. 
Micro-PIXE 
The necessary use of rather thick absorbers 
(aluminum in th e present work) in micro-PIXE has 
major effects on the low-energy portion of EDS spec-
tra. This is illustrated in figure 3 for the case of a 
sphalerite specimen from th e Chessy deposit (Rhone, 
France). For a 7 50 µm thick absorber the Ka/KSi nten-
si ty ratio of Zn is decreased by a factor of about 8 
relative to its value in the absence of absorbers. For 
a 350 µm thick absorber the decrease is rather less, 
while additional features become apparent. Peaks at 
6.9 and 7.8 keV are the ZnKa and ZnKB escape peaks; 
the latter effectively masks small amounts of copper 
although Cu is known to be present from the EPMA 
work. The former masks Co Ka, which was not detec -
ted with EPMA. In one case a small FeK a peak was 
observed in the micro-PIXE spectra : this was consis-
tent with EPMA. The increased counting rate also 
leads to pile-up effects as shown in the ZnS spectrum 
recorded when a 350 µm absorber was used. Three 
broad weak peaks are observed in the energy range 
from ~ 17 keV to - 20 keV. These peaks correspond to 
the sum peaks resulting from pile-up effects from the 
Zn K a + Zn Ka peaks (8.64 + 8.64 = 1 7.28 keV), the 
Zn Ka + Zn K B peaks (8.64 + 9.57 = 18.21 keV) and 
from the Zn K B + Zn l<'B peaks (9.57 + 9.57 = 19.14 
keV). The presence of the sum peaks resulting from 
the Zn Ka and Zn K B will worsen the detection Ii mit 
for Mo whose Ka and KB transitions occur at 17.48 
and 19.61 keV respectively ; even if Mo is not a trace 
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element in sphalerite, it was recorded in some speci-
mens as molybdenite (MoS2 ) inclusions and could be 
present in other sulfides. 
A 750 µm thick Al absorber was used for the 
sphalerite analyses. Thus, the Fe and Cu concentra-
tions (varying in large proportion from one specimen 
to another as shown from EPMA data) were not 
detected with the micro-PIXE. We have evaluated the 
influence of the minor Fe and Cu concentrations on 
the accuracy of X-ray yield measurements and calcu-
lations for the trace elements within the (Zn,Fe)S and 
(Zn,Cu)S matrices. Three levels of X-ray energies 
were considered (Fig. 3a) : the high energy domain 
containing the Ag K a , Cd Ka , In Ka emissions, a 
medium energy domain in which Se Ka and Hg La lie 
and finally the region of Zn Ka, K B which includ es Ga 
Ka and Ge Ka 
The integrals I(Z, M) were calculated for the ele-
ments Cd, In, Ag, Hg, Se, Ge, Ga assumed to be pre-
sent in a (Zn, Fe)S matrix. For these calculations the 
Fe concentration was increased from o to ~ IO % con-
sistent with EPMA data of the sphalerite specimens 
from various deposits. As shown in figure 4 the inte -
grals l(Z, M) for Ga Ka and for Cd Ka , Ag Ka , Ge Ka 
and In Ka vary linearly with the Fe concentration in 
the (Zn,Fe)S matrix but the slope of the linear varia-
tion is a function of the energy of the analyzed X-ray 
photons. These variations result from the attenuation 
of the photons by the (Zn,Fe)S matrix as illustrated 
by the diagram in figure 5. Th e Ga Ka emission is 
located in front of the K absorption edge of Zn, so 
that the average absorption coe fficient of the matrix 
will increase when Zn is replaced by Fe and/or Cu 
leading to a decrease of the Ga Ka integral simulta-
neously. The average absorption coefficientµ, is defi-
ned as µ = E Cz µz where Cz is the weight concentra-
tion of the element, Z, with a mass absorption coeffi-
cient, µz, for the analyzed X- ray em ission. 
As the Ge Ka (and Ka lines for elements of 
higher atomic number) is above the Zn K absorption 
edge, then the Zn absorption coe fficient will be the 
predominant co ntribution to the matrix absorption 
coe fficient. A de crease in Fe (or Cu) content, i.e. an 
increase of the Zn concentration, will lead to a 
decrease of the Ge integral. 
Thus, for analyzed energies lower than the K 
absorption edge of Zn, the slope of the linear varia-
tion of the matrix integral l(Z, M) versus Fe (and/or 
Cu) concentration in (Zn,Fe)S will be negative and the 
slope of the linear variation will become positive for 
energies greater than the absorption edge. However 
the slope will decrease and tend towards a constant 
value when the atomic numb er of the analyzed ele-
ment increases above Z = 32. 
Figure 3 - Qualitative analysis (EDS) of a ZnS spe-
cimen with the micro-PIXE : 
a) Characteristic X-ray peak energies for 
the trace elements analyzed in the 
sphalerite specimens. Also shown is the 
variation of the absorption coefficient 
by the Al absorber for X-ray emission 
with energies lower than Zn Ka. 
b) EDS analysis using a 750 µm thick Al 
absorber in front of the detector. Note 
the relative intensities of the ZnKa and 
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c) EDS analysis of the same specimen as 
above using a 350 µm thick Al absorber . 
Compare the relative Zn Ka and Zn KB 
intensities to those obtained in the pre-
vious case. Also note the detection of 
the Fe Ka , Co Ka and/or escape peak 
resulting from the Zn Ka high intensity 
peak, Cu Ka and/or Zn KB escape peak 
and the sum peaks from Zn Ka and Zn 
KB occurring within the energy range of 
Mo Ka, K B peaks. 
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As shown in figure 5, Cu is also a filter for the 
Ga Ka and Ge K a emissions. Some of the analyzed 
sphalerite specimens containing Ga also contained Cu 
as shown by EPMA analysis. The Cu concentrations 
range from ~ 0.2 % (specimen from the Djebel Gustar 
deposit, Algeria) to ~ 2 % (specimen from Kipuski, 
Zaire). EPMA analyses showed that small amounts of 
Cd were also present. The variation of the integrals 
for Ga Ka, when increasing the Fe, Cu and Cd con-
centrations are shown in figure 6. For a given amount 
of Fe, the Ga Ka integral decreases when the Cu con-
centration increases and, in a first approximation, the 
Ga Ka integral remains independent of the Cd concen-
tration. 
According to equation [4 J the Ka yield for trace 
elements within the (Zn,Fe)S matrix will also vary 
linearly with the concentration of the element which 
can substitute for Zn. Iron being the main minor ele-
ment encountered in sphalerites, with concentration 
varying over a large domain, the X-ray yields for the 
trace elements commonly present in the (Zn,Fe)S 
matrix were calculated for Fe = o and Fe = ro % 
weight fraction successively. 
Thus, the X-ray yield Y [ Z(Zn,Fe)S J for a trace 
element, Z, incorporated in the (Zn,Fe)S matrix may 
be expressed as : 
Y[Z(Zn,Fe)S J = aCFe + Y(Z,ZnS) [IO] 
Data in table 2 show the slope, a, and the ordi-
nate at the origin, Y(Z,ZnS) of the linear variations of 
yield Y [ Z(Zn,Fe)S J versus the iron content for some 
trace elements within sphalerite matrix. Also shown 
in table 2 are the percent differences between the 
X-ray yields calculated when o % and IO % of iron 
are present in the matrix. Thus, assuming that the 
matrix has the theoretical composition ZnS is a suffi-
cient approximation for Cd Ka , Ag Ka, In Ka .. . quan-
titative analysis within sphalerite specimens. 
The dependence of the X-ray yield Y(Z, M) upon 
the matrix composition is obviously controlled by the 
element exhibiting the highest absorption attenuation 
coefficient (or fluorescence enhancement). Although 
the presence of a trace or minor constituent may 
affect the X-ray yield characteristic of another trace 
element, it is less important than the effect of a 
variation of the Zn concentration upon the average 
mass absorption coefficient for the analyzed e nergy 
of element with characteristic X-ray emission located 
immediately above the K absorption edge of Zn. For 
analyzed energies lower than the Zn K absorption 
edge the matrix effect will mainly depend on ele-
ments with atomic number < 30 being pres e nt in 
appreciable amounts (mainly Fe and Cu). 
Knowledge of the matrix composition is also 
required to extract the X-ray intensities characte-
ristic of the analyzed trace elements by fitting the 
experimental spectrum to theoretical spectra for each 
of the elements present in the specimen. As for 
matrix integral and X-ray yield calculations, the use 
of the theoretica l ZnS composit ion may be a suffi-
cient approximation to derive X-ray intensities for 
some of the trace elements. This approximation may 
run into problems when overlaps occur between peaks 
as illustr2 .~1~d in figure 7 where Ga Ka and Zn Ka 
peaks partl.y overlap the Zn Ka and Zn KB peaks. It is 
obvious from this illustration that the Ga Ka and Hg 
La peak intensity measurement by the least-squares 
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Table 2 - Some results of X-ray yield calculations for 
tra ce elements in (Zn,Fe)S matrix. 
The yield of element Z is 
Y [ Z(Zn,Fe)S] = a CFe + Y(Z,ZnS) 
and 
tiY Y[Z(Zn,Fe)S] - Y(Zn, ZnS) 
Y = Y(Z,ZnS) 
Element X-ray Photon t,Y % 
z emission energy Y(Z,ZnS) a y keV 
Ga Ka 9.25 0.167 -0.3 IO 20.3 
Ge Ka 9.88 0.140 0.063 -5.0 
Se Ka I I.22 0.606 0.253 - 4.5 
Mo Ka 17.48 3.307 0.633 -2.I 
Ag Ka 22.16 2.055 0.265 -1.4 
Cd Ka 23.17 1.709 0.274 -1.7 
In Ka 24.21 1.411 0.139 -1.0 
Sn Ka 25.27 1.171 0.138 -1. 3 
Hg La 9.99 0.0549 0.02 -5 .1 
fitting procedure will only be possible if the model 
description of the Zn Ka and Zn KB peak is ex tremely 
accurate. This is not the case since the present model 
ignores both low energy peak tailing and radiative 
Aug e r satellites. An alternative deexcitation mode for 
a K vacancy is the simultaneous emission of a bound 
electron and an X-ray photon. This results in the K B 
line having a (KMM) satellite, corresponding to a 
K-M photon transition with ejection of an M electron. 
Similarly the Ka line has KLL and KLM satellites. The 
Zn KMM satellite, in particular , overlaps with the Ga 
Ka peak. Again, all minor elements which can substi-
tute for Zn, leading to a deviation of the Zn Ka, K B 
spectrum from the pure ZnS spectrum must be known 
and added to the fitting procedure. As an example, 
the effect of the matrix composition changes on the 
measured X-ray intensity has been evaluated in the 
case of Ga Ka in a (Zn,Cu)S matrix. The specimen 
(from Kipushi, Zaire), contains Ga, Cd, and Cu ; 
although its concentration is ~ 2 wt %, Cu was not 
detected with the microPIXE due to absorption by the 
Al filter. 
The Ga Ka and Cd Ka intensities from the micro-
PlXE spectrum were calculated using both theoretical 
and measured compositions derived from EPMA data 
in the least-squares procedure. The X-ray yields for 
Ga 10 and Cd Ka were also calculated for both com-
positions of the matrix. For these calculations we 
used the integral values derived from the curves in 
figure 6. The Ga and Cd concentrations were then 
derived from measured intensities and calculated 
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Figure 4 - Matrix integrals l(Z , M) for trace el e ments, 
Z(Ga , Ge, Ag, Cd, In) calculated by varying 
the Fe weight fraction within the (Zn, Fe)S 
matrix. 
Figure 7 - Part of the micro-PIXE (EDS) experimental 
spectrum of a ZnS specimen containing Ga 
and Hg as impurities (Djebel Gustar, Alge-
ria); Cu ( - 0.2 %) is not detected due to 
the 750 µm thick Al absorber. 
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Figure 5 - Mass absorption coefficients of the major 
(Zn) and minor (Fe, Cu) constituents of the 
matrix for the Ga and Ge K emission spec-
tra and Hg La emission. 
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yields. As shown in table 3 the Cd intensity, yield and 
concentrations remain constant when matrix co mposi -
tion changes due to minor elements substituting for 
Zn are neglected. The Ga results are very sensitive to 
matrix composition changes, however, as shown in 
table 3 ; the relative difference in the calculated Ga 
Ka intensities is much higher than the relative diffe-
rence in the calculated yield due to the matrix 
composition used for the data reduction procedures . 
Moreover, the relative difference for the calculated 
concentrations is in the same order of magnitude as 
the relative difference observed for intensity measu -
rements. Thus, these results indicate that the least -
squares fitting technique is more sensitive to the 
uncertainty in the matrix composition than the X-ray 
yield calculation. Error in the former arises from 
matrix uncertainties, from the approximations used to 
model peaks and from the background removal proce-
dure. 
Similar conclusions were drawn when processing 
data for Ge and Hg impurities in sphalerites. Results 
for Ge exhibit higher discrepancies with matrix 
composition than results for Hg. 
As reported earlier and illustrated in figure 3, 
the use of an aluminum absorber in front of the 
detector limits the atomic number of the detectable 
elements. For the available instrumental conditions, 
element~ with atomic number < 30 were not detected. 
Thus, for elements such as Cd, In, Ag, Se, Mo and Hg 
the theoretical ZnS composition will be used for data 
processing while for Ga and Ge some data will be 
processed using the true composition derived from 
EPMA analyses. 
Results 
Cadmium and Indium 
Sphalerites from ten deposits were analyz ed for 
Cd and In. The average value of ten measur ements 
with the EPMA are given in table 4 ; for th e micro-
PIXE, only one or two analyses were perform ed but 
always very close to the areas previously analyzed 
with the EPMA. 
For Cd the discrepancy between the two se t s of 
data ranges from ~ 4 % to - 15 % but can reach 30 % 
for some samples (Boumadine, Saint Veran and Djebel 
Gustar) but it must be considered that the repartition 
of Cd is very inhomogeneous and that the number of 
analyses with the micro-PIXE is insufficient to 
average this erratic distribution. 
As for indium, with the EPMA it was not detec-
ted with the 3 o criterion but , as Cd is always pre-
sent, the continuum intensity measurement was in-
fluenced by the presence of the close Cd LB (1st 
order), thus diminishing the peak/continuum ratio. 
Germanium and silver 
A specimen from the Saint-Salvy deposit (Tarn, 
France) was analyzed with the EPMA before micro -
PIXE analysis. Fe, Cu, Cd, Ge and Ag were detected 
as minor and trace elements within the sphalerite. 
Seventy point EPMA quantitative analyses were car-
ried out at ~ 20 µm steps distributed along the axis, 
xx', at the surface of the specimen. The location of 
some of the analyzed points are made visible by the 
Table 3 - Variations of calculated intensity , X-ray 
yield and concentration for Ga and Cd as a 
function of the (Zn,X)S matrix composition 
used for calculations 
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Ga Ka in sphalerite from Kipushi (Zaire) 
Matrix composition 
used in the fitting Int ensity 
Concentration 
Yield wt % 





(EPMA data) (2) 
2631 ± 104 0.167 1.57 ± 0.06 
2140 ± 88 0.163 1.31 ± 0.07 
18 % 2.4 % 16 % 
Cd Ka in sphalerite from Kipushi (Zaire) 
Matrix composition Concentration 
used in th e fitting Int ensity Yield (ppm) 
and yield calculations 
Theoretical ZnS 6046 ± I 58 1.709 3538 ± 90 co mposition (1) 
Observed true 
co mposition 6145 ± 156 1.724 3564 ± 90 
(EPMA data) (2) 
l\l l\Y l\C o/c 
T'Y'c 0 r.6 % 0.9 % 0.7 % 
(1) Theoretical composition : Zn 0.67 - S = 0.33 
(3) Composition derived from EPMA data : 
Zn = 0.632 - Cu = 0.02 - Ga = 0.02 - Cd 0.004 -
S = 0.324 
con tam ina tion spots induced by the electron irra-
diation as shown on the backscattered electron image 
in figure 8. The graph, in figure 9 shows concentra-
tion variations of minor - and trace elements, for the 
70 points along xx'. The distribution of these elements 
is heterogeneous ; Fe and Cd maximize while Ge and 
Ag minimize simultaneously . 
Four regions, marked I, II, III and IV along the 
xx' axis in figure 9 were selected for microPIXE ana-
lyses. Due to the heterogeneous distribution of the 
elements, five EPMA points analyses (20 µm steps 
along the yy' axis shown in figure 8) were again car-
ried out as shown in figure 9 in order to verify that 
for each analyzed area the composition changes were 
small enough to allow comparisons of EPMA and 
micro-PIXE quantitative data. 
ELECTRON AND PROTON INDUCED X-RAY SPECTROMETRY 
Table 4 - Comparisons between EPMA and microPIXE 
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With EPMA the elements Zn, Fe, Cu and S were 
characterized by their Ka X-ray emission, and Cd, Ge, 
and Ag by their Lex emission. With the micro-Pl XE, S, 
Zn, Fe and Cu were not measured (Al absorber) ; Cd, 
Ge and Ag were analyzed by their K spectrum. 
The EPMA data indicated that the Fe concentra-
tions varied from ~ 1.75 % to ~ 3.5 % in the vicinity 
of the areas ana lyzed with the micro-PIXE. As pre-
viously discussed (Figure 4) the matrix integrals for 
Cd, Ag, and Ge vary slowly with the Fe content. 
Figure 9 - Quantitative ana lyses with the EPMA, by 
20 micron step along the xx' axis shown in 
figure 8. 
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Figure 8 - Electron image of the sphalerite from 
Saint-Salvy (Tarn, France) showing conta-
mination spots induced by electron and 
proton beam bombardments after EPMA 
and micro-PIXE analyses. 
4.5 
a) Analyzed spots with EPMA, by 20 
micron step, before micro-PIXE analysis 
(70 points were analyzed along the xx' 
axis). 
b) Area analyzed with the micro-PIXE : 4 
areas were analyzed. 
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Thus, an average of 2 wt % Fe was used in the X-ray 
yield calculation for the trace elements of inter est. A 
small amount of Cu (maximum of ~ 0.5 %) was also 
locally detected with the EPMA but was neglected for 
micro -PIXE data manipulation. 
Comparisons of EPMA and micro-PIXE data are 
shown in table 5. The EPMA data are the average of 
five measurements carried out at a small distanc e 
from the areas analyzed with the micro-PIXE 
excepted for Ag and Ge in areas I and IV respecti -
vely. In these later Ag and Ge were only detected on 
some of the five previous points, making impossible 
the averaging of the data. In table 5 only the high est 
values for Ag and Ge locally detected in areas I and 
IV are reported between brackets. The variations in 
composition between the four areas analyzed with the 
micro-PIXE are consistent with the variations shown 
by EPMA data (xx' axis in figure 9). Comparing quan-
titative data obtained from both techniques, an ave-
rage percent difference of 12 % is observed for Cd 
with concentration of ~ 2000 ppm. The percent diffe-
rence is ~ 20 % for Ag concentrations of ~ 500 ppm 
and ~ 15 % for Ge with concentrations of ~ 1000 ppm. 
Gallium, mercury and selenium 
The sphalerites originating from Kipushi (Zair e), 
Djebel Gustar (Algeria) and Saint-Veran (Hautes-
Alpes, France) were analyzed. The EPMA showed that 
Cu and Fe were present in the three samples . Cd, Ga, 
Hg and Se were detected by both the EPMA and the 
micro-PIXE. 
Gallium : Cadmium and Ga are the two impuri -
ties detected with the micro-PIXE in the specimen 
originating from the Kipushi deposit. EPMA and 
micro-PIXE data for Cd are in good agreement as 
shown in table 4. The EPMA also showed that Cu is 
present with a concentration of ~2 wt % but was not 
detected with the micro-PIXE (effect of the Al absor-
ber). According to the previous study of the matrix 
integral and yield calculations (see fig. 6) the pre -
sence of Cu cannot be neglected in the data pro ces -
sing for Ga Ka derived from micro-Pl XE measu -
rements. The presence of Cu was neglected in data 
processing for Cd. Micro-PIXE analyses were carried 
out for two different proton beam locations. Then, 
around each area , five EPMA measurements were 
carried out and averaged. The percent differenc es for 
Ga concentrations derived from both techniques are 
18 % and 30 % for the two analyzed areas respec-
tively. However, the relative variations of th e Ga 
concentrations at the two analyzed locations derived 
from EPMA data (2.30 /1. 8 = 1.27) and micro -P IXE 
data (1.65/I.47 = 1.12) are consistent. The same 
conclusions can be drawn for Cd analysis as reported 
in table 6. 
For the specimen originating from the Djebel 
Gustar deposit, Cu, Cd, Ga and Hg are present simul-
taneously and EPMA data indicated that Cu has an 
average concentration of ~ 0.2 %. This element was 
neglected in the micro-PIXE data handling for Cd, Ga 
and Hg. Four areas were randomly selected for micro -
PIXE analyses. The observation of the contamination 
spots which developed during proton beam irradiation 
allowed the selection of the same areas for EPMA 
analyses. Five EPMA measurements were carried out 
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Table 5 - EPMA and micro-PIXE analyses of the spha-
lerite from th e Saint Salvy deposit (Tarn, 
France) 
EPMA Cd (ppm) Ag (ppm) Ge (ppm) 
Area Fe* Cu * EPMA micro-E PMA micro-EPMA micro-
(%',) (ppm) PIXE PIXE PIXE 
2690 2874 l.d. 215 l.d. 
3.5 500 ± ± ± n.d. 
210 267 (700)** 27 (380)** 
1850 2133 537 502 1330 964 
II 1.75 5950 ± ± ± ± ± ± 
200 78 50 37 75 171 
1980 2249 630 487 1020 1028 
Ill 2.5 5 314 ± :: ± ± ± ± 
200 89 44 38 75 157 
1990 1630 l.d. 52 l.d. 236 
IV 2.2 510 ± ± ± ± 
200 70 (400)** 17 (450) ** 114 
* 
Not detected with the micro -PIXE due to the pre -
sence of the Al absorber. 
** 
Denotes th e highest value loca lly detected. 
n.d. = not detected. 
l.d . = locally detec t ed. 
Table 6 - EPMA and micro-PIXE analysis of the spha-






























(1) Not detected with the micro-Pl XE (Al absorber). 
(2) Ga La emission used for analysis. 
(3) Ga Ka emission used for analysis. 
ELECTRON AND PROTON INDUCED X-RAY SPECTROMETRY 
by steps of ~ 20 µm as previously done for the speci-
men from the Sa int-Veran deposit (Fig. 8). The dia-
grams in figure IO illustrate the Cd, Ga and Hg con-
centrations derived from EPMA measurements for the 
analyzed areas numbered II and Ill in table 7 respecti-
vely. These results show that the measured concentra-
tions vary rapidly when the electron beam irradiated 
two areas separated by only a few tens of microns. 
This heterogeneity of the trace element distribution is 
consistent with cathodoluminescence observations pre-
viously reported (22). It ha s been shown that when an 
unfocused electron beam (20 keV, JOO nA) irradiated 
an area of ~ 300 µm in diameter, cathodoluminescence 
features were visible at the surface of the Djebel 
Gustar sphalerite . Large dimensioned areas exhibited 
a deep red luminescence while, locally , parallel nar-
row domains (a few tens of microns wide) exhibited 
blue, green or yellow light emission. The cathodol umi-
nescence property changes are the result of the trace 
element distribution (20). 
Owing to the heterogeneity of the analyzed 
specimen, micro-PIXE data were compared to the 
average composition derived from the five EPMA 
measurements when the results exhibited small varia-
tions. When the micro-PIXE impact was close to the 
limit of two domains corresponding to sudden changes 
in concentration (mainly Ga and Cd), only the two 
closest EPMA analyses where taken into consideration 
and averaged. Comparisons ar e given in table 7. 
For the four analyzed regions, EPMA and micro-
PIXE data for Cd shows a mean percent difference of 
~ 20 %, consistent with results obtained for Cd ana-
lysis in the other specimens (see table 4). 
In the regi0n labelled I, in table 7, EPMA measu-
rements show two groups of values for Ga. The 1230 
ppm value is consistent with the Ga concentration 
derived from mic ro- PIXE analysis. As shown in figure 
IOa for region II the Ga concentrations measured with 
the EPMA decrease continuously from ~ 3500 ppm to 
~ o as a function of the beam location . A Ga concen-
tration of 1560 ppm is obtained by averaging the 
EPMA data from the two closest beam locations of 
the analyzed area with the micro -PI XE. The r 560 ppm 
average va lue from EPMA is in a good agreement 
with the micro-PI XE data ( 1 5 ro ppm). As shown in 
the figure rob for the area Ill an average Ga concen-
tration of r 500 ppm is obtained from five EPMA mea-
surements and is identical to the Ga concentration 
measured with the micro-PIXE. Within the area IV, a 
small amount of Ga is detected with the micro-PIXE 
but not with the EPMA. 
For these compar isons, Ga was analyze .d using the 
Ga Lex emission (1.09 keV i.e. >.. = r r.29 A) with the 
EPMA while the Ga Ka (9.25 keV i.e. >.. = 1.34 A) was 
used for analysis with the micro-PIXE. The large 
difference in the analyzed energies may be respon-
sible for the differences observed between EPMA and 
micro-PIXE data. 
For the low energy Ga La emission the matrix 
effect is large. As an example, for a measured KGa 
of - 0.75 % (Ga L a intensity for the specimen norma-
lized to that of the standard) the corrected concen-
tration, CGa, obtained after applying the ZAF model 
increased up to 2.20 %. Thus, an error of IO % for the 
measured intensit y induced a variation of ~ 30 % for 
the final concentration, which is the order of magni-
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Figure IO : Cd, Ga and Hg quantitative analysis with 
the EPMA of the sphalerite from the 
Djebel Gustar deposit (Algeria) 
roa) EPMA analyses (5 points along an yy' 
axis similar to that shown in figure 8) 
associated with data marked area II in 
table 7. 
rob) EPMA analyses (5 points along an yy' 
axis similar to that shown in figure 8) 
associated with data mark ed area Ill 
in table 7. 
EPMA and micro-PIXE data for Ga analysis within the 
sphalerites originating from Kipushi and Djebel Gustar 
re spectively. For the high energy Ga Ka emission ana -
lysis using a 30 keV primary beam energy with the 
EPMA the CGa l KGa ratio is only ~ 1.08 and the error 
on the concentration is mainly the error due to statis-
tical fluctuations of the measured intensities . 
However, the Ga concentrations derived from Ga !<a 
and Ga L a measurements were consistent for both 
analyzed specimens. 
As shown by equation [ 9 ] , the value of the 
primary beam energy must be optimized taking into 
account the absorption effect of the measured X-ray 
photons by the matrix. The low energy Ga Lex emission 
exhibits a very strong absorption coefficient for the 
ZnS compound. For a 40 · take-off angle of the WDS 
spectrometers used with the EPMA, a value Ep = 9.4 
keV would correspond to the optimu .m peak/back-
ground ratio for the Ga La ( >.. = r r.29 A or E = r.096 
keV) emission within the ZnS matrix. Other impurities 
such as Fe, Cu... were analyzed within the same 
specimen. The primary beam energy was increased up 
to 20 keV in order to keep the incident energy cons-
tant for all the analyzed elements. 
Thus for the Ga La emission the 20 keV incident 
energy, Ep, leads to a high value of - 16 for the over-
voltage, U = Ep/EL where EL is the ionization energy 
of the Ga Lex level. 
Remond G., Cesbron F., Traxel K. et al. 
For high overvoltage values, the ZAF models may 
become inaccurate. We used another model desi gnated 
PAP whose efficacy has been demonstrated for the 
case of high overvoltage and light element analysis 
[ 19 ] · 
The same experimental data for Ga within the 
sphalerite from the Kipushi deposit were processed by 
the use of the ZAF and PAP models. The Ga Ka (Ep = 
30 keV) and Ga La (Ep = 20 keV) were measured. 
For the Ga Ka occurring at 9.25 keV, i.e. an 
overvoltage "' 3, the percent difference is only ~ 1 .5 % 
between the data derived from the ZAF and PAP 
models. As shown in table 8 below, the percent diffe-
rence reaches ~5 % in the case of the Ga analysis by 
using the Ga La under experimental excitation leading 
to a high overvoltage value. 
Thus the Ga concentration derived from Ga Ka 
and Ga La measurements with the EPMA were consis-
tent and can be compared with micro-PIXE data. 
Mercury : Micro-PIXE analyses showed that Hg 
was present with Ga and Cd in the specimen from 
Djebel Gustar. As shown in table 7 the Hg concentra-
tions measured with the micro-Pl XE vary from ~ 1900 
ppm to ~ 2600 ppm depending on the location of the 
analyzed areas. As for Ga (figure IO and table 7), two 
groups of Hg concentrations were obtained from 
EPMA measurements. For areas marked I and II in 
table 7, the Hg concentrations were the average of 
the measurements at the two closest locations of the 
area analyzed with the micro-PIXE. The five point 
measurements were averaged for areas Ill and IV res-
pectively. The EPMA data for Hg are reported in 
table 7. However, while the Cd and Ga concentrations 
measured with micro-PIXE and EPMA were consis-
tent, large discrepancies occurred for Hg. These 
variations more probably result as much from analy-
tical problems as from the heterogeneity of th e spe-
cimen. 
Mercury was also detected by micro-PIXE in the 
specimen from the Saint-Veran deposit (Hautes-Alpes , 
France). Cd was also detected and, as report ed in 
table 4, EPMA and micro-PIXE data for Cd were in 
good agreement. The EPMA also showed that Cu was 
present with an average concentration of ~ 1850 ppm. 
The effect of Cu, not detected with the micro-PIXE 
due to the Al absorber, was neglected in the Hg data 
calc ulation with the micro -P IXE. 
As shown in table 9, the Hg concentrations 
derived from micro-PIXE data (Hg La at 9.98 keV) for 
the specimen from Saint-Veran ranges from ~ 560 ppm 
to 1200 ppm while Hg was not detected with EPMA 
using the Hg Ma (2.19 keV) emission. As previously 
reported, the limit of detection for a 3 o criterion 
was ~ 1 500 ppm for EPM A. 
Hg analyses with EPMA were then performed 
using the Hg La emission as in the micro-PIXE analy-
ses. For this purpose the primary beam energy was 
increased up to 30 keV and the counting time exten-
ded to 30 sec. A LiF monochromator was used. Again , 
the average net peak intensity was not statistically 
valid above the continuum intensity ; 40 % of the 
measurements indicated a positive but not significant 
value and 60 % of the measurements led to zero and 
negative values. 
For a 3 o st.itistical criterion the limit of detec -
tion should be 800 ppm. 
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Thus, neither Hg Ma nor Hg La analysis with the 
EPMA led to the detection of mercury within the 
sphalerite from Saint-Veran while the micro-PIXE 
indicated concentrations from ~ 560 to ~ 1200 ppm. 
The same conclusions are drawn in the case of 
Hg analysis within the specimen from Djebel Gustar. 
Considering the Hg Ma em ;ssion, two of the four ana-
lyzed areas exhibited a statistically significant 
concentration (Table 7). Some experiments were car-
ried out by using Hg L a emission (30 keV primary 
beam energy). Ten measurements were performed at 
ten locations randomly distributed within the speci-
men. The average concentration was close to the sta-
tistical limit of detection for the experimental condi-
tion used (CMDL = 800 ppm). The maximum Hg 
concentration was ~ 1500 ppm and the minimum 
observed concentration above the limit of detection 
was ~ 1000 ppm. Again, these results are consistent 
with those obtained by using the Hg Ma emission but 
none are consistent with micro-PIXE data. These are 
then significant discrepancies between the EPMA and 
micro-PIXE data for Hg, which may be due in part to 
the peak overlap between Zn K i3 and Hg La. The poor 
Hg detection limit in EPMA is surprising ; it may 
result from an overestimated intensity of the conti-
nuum but is probably due to the very low counting 
rate for the Hg Ma peak and the continuum measured 
with the PET monochromator, and also to the low 
peak to background ratio for the Hg La measured with 
the LiF monochromator. Another possible explanation 
for the low sensitivity of EPMA is the existence of 
beam damage, i.e. composition changes induced during 
e lectron irradiation. Such an effect has already been 
illustrated in th e case of sphalerite specimens by stu-
dying the ca thodolum inescence property changes as a 
function of electron bombardment time (20, 23) and in 
the case of Ag in chalcopyrite (21). Th erma l and elec-
trical effects which develop during electron irradia-
tion may be sufficient to provoke ionic diffusion from 
the bulk to the surface or vice-versa. 
Selenium : Micro-PIXE analyses showed that Se 
was present within the sphalerite from the Saint-
Veran deposit. The presence of small amount of 
mercury which was also detected was neglected to 
process data characteristic of Se leading to a concen-
tration of ~ 200 ppm (see table 9). 
The specimen was analyzed with EPMA using a 
20 keV primary beam energy and 30 sec. counting 
time with the background measured on each side of 
the Se L peak. Ten measurements were repeated and 
all of them were equivalent to an experimental 
concentration (uncorrected for the matrix effect) of 
~ 130 ppm. However, considering a 3 o criterion to 
obtain a significant characteristic peak above the 
continuum intensity, none of the measurements was 
valid. Taking account of the matrix effect for Se La 
by the ZnS composition the limit of detection was 570 
ppm. Thus, Se is not detected with the EPMA, while 
the micro-PIXE indicated a Se concentration of 200 
ppm (Table 9). 
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Table 7 - EPMA and micro-PIXE data of the sphalerite Table 8 
from the Djebel Gustar deposit (Algeria) 
- Comparison between Ga results derived 
from the same experimental data processed 











EPMA EPMA micro- EPMA micro-EPMA 
PIXE PIXE 
2815 2201 1230 1295 n.d. 
2350 ± 
225 







































n.d. : The peak to continuum intensity ratio is posi-
tive but none of the measurement satisfies the 
3 a criterion for statistical significance. 
Discussion 
For Ag-bearing chalcopyrite, an excellent agree-
ment between data was obtained by comparing 
successive EPMA and micro-PIXE analyses. Indium 
was detected with micro-PIXE but was not with 
EPMA. 
For sphalerite specimens, EPMA and micro-PIXE 
data were in good agreement for Cd, Ag, Ge and Ga 
concentrations. The percent differences were within 
an acceptable level given the heterogeneity of the 
impurity distribution which would require a greater 
number of micro -PIXE analyses to perform more 
accurate comparisons. 
Some discrepancies exist for Hg analysis with 
both techniques but the micro-PIXE was able to 
detect Se and In which were not detected with EPMA. 
Taking into account the large variations of the matrix 
composition (Fe and Cu), these comparisons support 
the analytical procedures · used for intensity measu-
rements and concentration calculations with both 
techniques , thus making possible the comparisons of 
calculated statistical limits of detection. In addition 
the comparisons between EPMA and micro -PIXE data 
are possible since we verified by calculations of X-ray 
yields that the accuracy of measurements is less 
influenced by surface contamination for the case of 
micro -PIXE than for EPMA. 
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Table 9 - EPMA and micro -PIXE analysis for Hg and 
Se in the sphalerite from the Saint-Veran 
















209 ± 34 
204 ± 32 
Note - Cd was det ec ted with EPMA and micro-PIXE 
(see table 4). 
- Cu detected with the EPMA (- r 850 ppm) was 
not detected with the micro -P IXE (Al 
absorber). 
- n.d. : not detected. 
It has been shown that the existence of thin 
surface films containing an element assumed to be 
homogeneously distributed within the volume may 
affect th e reliability of EPMA analysis (21). Contami-
nation by Ag has been reported at the surface of sul-
fide minerals in contact with silver bearing sulfide 
(21) or containing Ag as volume impurity. Theoretical 
calculations of PIXE yields (6) show that an X-ray 
intensity equivalent to ~ 300 ppm Ag in the volume of 
ZnS corresponds also to a Ag surface film of - 5 nm 
thickness. For a - 5 nm pure Ag film on top of ZnS, 
the apparent measured concentration with the EPMA 
would decrease from - 2 % down to o.8 % when 
increasing the primary beam energy from 15 to 30 
keV respectively. Therefore, if surface contamination 
by the element of interest occurs, the micro-PIXE 
data will be only slightly affected by the surface film 
and this effect will be neglected in calculating the 
MDL. 
Remond G., Cesbron F., Traxel K. et al. 
As shown in table IO the CMDL with the micro-
PIXE for a ZnS matrix is superior by a factor ~ IO to 
~ 30 as compared to the CMDL with the EPMA for 
the analysis of Se, Ag, Cd and In. 
For Ga, Ge and Hg, the CMDL with the micro-
PIXE is only better by a factor of ~ 3 as compared to 
the EPMA data when the low energy X-ray emissions 
La and Ma respectively are used and by a factor of 
~ 2 when the Ka and La X-ray lines are used. The 
lower sensitivity of the micro-PIXE for Ga, Ge and 
Hg as compared to the sensitivity for Se, Ag, Cd, In, 
results from differences in the attenuation of the 
X-ray intensities by the Al absorber placed in front of 
the detector. As an example, with a 750 µm thick Al 
absorber used for ZnS analysis, transmission factors 
for Ga, Ge and Hg La are 0.00159, 0.00497 and 
0.00589. For the Ka lines of Se, Ag, Cd, In, they are 
0.0256, 0.612, 0.650 and 0.674. 
In the future, efforts in micro-PIXE instru-
mentation development should concern the choice of 
the nature and thickness of absorbers to optimize the 
transmission efficiency for various matrices. Such 
optimization is required to extend the domain of 
atomic number detectable in order to process spectra 
without having to rely on EPMA data as done in the 
present study. 
Reducing the thickness of the absorber would 
lead to an increase of sensitivity for some elements. 
Assuming that the response of the detector would 
remain linear when a 350 µm thick Al absorber is 
used for ZnS analysis, the limit of detection for Cd, 
Ag and In should be improved by a factor of 1.25 as 
compared to the CMDL ( ~ 15 ppm) which was 
obtained with the 750 µm thick Al absorber. However, 
for the elements Ga, Ge and Hg, the gain should be 
very large. For a 350 µm thick Al absorber the CMDL 
for Ga, Ge and Ge should be 5, IO and 30 ppm as 
compared to the 155, 185 and 470 ppm respectively 
obtained in the present study (Table IO). To prevent 
artifacts resulting from the high counting rate when 
the thickness of the absorber is reduced, beam 
switching technique could be used to improve the per-
formance of the pulse processing unit of the spectro-
meter (13) (24). 
The present micro-PIXE data, when large matrix 
effects are encountered, demonstrated the credibility 
of the fundamental parameters in the data base used 
for both intensity measurements and concentration 
calculations. The efficiency of the procedures used 
are particularly well emphasized by the analysis of Ga 
within the sphalerites. The situation for Ga analysis is 
complex, due to either the overlap occurring between 
the Ga Ka and Zn Ka peaks or the presence of Cu 
which is not detected with the micro-PIXE but plays 
an important role in the least-squares fitting proce-
dure and X-ray yield calculation. An iterative proce-
dure should be added to the actual least-square fitting 
analysis of the spectrum to derive intensities even in 
the case of minor elements which are not detected 
due to the Al absorber. This limitation may be avoi-
ded when using more appropriate filters or by 
combining both WDS and EDS for the micro-PIXE. 
The limits of detection which were obtained with 
the EPMA for the experimental conditions described 
above may be also improved. One route is optimi-
zation of the primary beam energy leading to higher 
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Table IO - Calculated statistical limit of detection 
for a ZnS matrix with EPMA and micro -
PIXE under the specific measuring condi -
tions pertaining to this work (see experi-
mental section). 
m icro-PIXE * EPMA** 
Element X 3 o limit X 3 a limit 
-ray of detection ~r~y of detection 
emission (ppm) em1ss10n (ppm) 
Fe Not detected due Ka 250 
Cu to Al absorber Ka 320 
Ga Ka 155 
La 840 
Ka 230 
Ge Ka 185 La 120 
Se Ka 53 La 570 
Ag Ka 13 La 380 
Cd Ka 15 La 395 
In Ka 16 La 500 
Hg La 470 
Ma 1400 
La 800 
micro-PIXE : 4 MeV proton energy, Al absorber in 
front of the detector, acquisition time 
corresponding to 250,000 measured 
Rutherford counts. 
EPMA 30 second counting time, 20 keV primary 
beam energy except for Ga Ka and Hg 
La (30 keV). 
peak to continuum intensity ratio for the analyzed 
element within a given matrix ; this approach is only 
valid for analysis on a routine basis if automatic 
beam focusing for each condition used is available 
with the EPMA. Another option is to use digital 
recording of spectra (step by step monochromator dis-
placement for data acquisition) which then permits 
use of least squares fitting techniques (as used with 
the EDS in EPMA and micro -PIXE analysis). An 
improvement of the model used for continuum remo~ 
val may be preferable to the use of blank specimens 
in view of variable impurity content. Increase of the 
counting time in order to get a better statistical 
precision for both the peak and the continuum inten-
sity is an obivous option. As an example, the calcu-
late minimum detection limit for Hg (20 keV, Hg Ma) 
decreased from 1180 ppm to 850 ppm, 725 ppm and 
270 ppm successively when the counting time was 
increased from 30 sec. to , 60, 120 and 600 sec. 
respectively. However the possibility of specimen 
damage by increased irradiation dose has to be set 
against the MDL improvement. 
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Summary 
EPMA and micro-PIXE complementarity for 
minor and trace element localization in sulfides has 
been evaluated. Chalcopyrite and sphalerite from 
various deposits have been analyzed with emphasis on 
Ag, _ Cd, In, _Se, Ga, Ge and Hg. Reproducibility, sta-
t1st1cal prec1s1on and accuracy were discussed. 
For Ag-bearing chalcopyrites, excellent agree-
ment between data was obtained by comparing suc-
cessively EPMA analyses carried out by different 
laboratories and micro-PIXE data from two indepen-
dent analytical runs. For micro-PIXE, the statistical 
detection limit is improved by a factor of ~ ro as 
compared to the EPMA limit (300 ppm for the experi-
mental conditions used). 
Micro - PIXE analyses of (Zn,Fe)S matrices are 
much more complex than for chalcopyrite because of 
large variations in composition from a specimen to 
another as well as within a specimen exhibiting hete-
rogeneity a_t the microscopic scale. This large compo-
s1t1on vanat1ons made difficult the comparisons 
betwe en EPMA and micro-PIXE data . This study 
emphasized the problems encountered in trace 
element analysis with both techniques. Dependin g 
upon the energy of the analyzed X-ray photons, the 
X-ray 1ntens1t1es and X-ray yields may be more or 
less influenced by Fe concentration variations and to 
a lesser extent, by the presence of other impurities 
such as Cu, Ga .. . We used concentration data derived 
from EPMA analyses of the major and minor consti-
tu ents to process the micro - PIXE data characteristic 
of the trace elements of interest. 
Experimental and calculated data showed that Cd 
Ka , Ag Ka, In _Ka, Hg La X-ray e missions may be pro-
cessed by using an average composition of the 
·(Zn,Fe)S matrix whereas data manipulation for Ge Ka 
and more parti cu larly Ga Ka required an accurate 
knowledge of the matrix composition. 
For Cd analysis with co ncen tration s ranging from 
" 1000 to 7000 ppm , the difference be twe en EPMA 
and mi cro-P IXE was " 25 %. A difference of about 25 
%_ was also obtained in the case of Ga (0.1 to 1.3 %) 
with Cu co ncentrations ranging from 0.2 to 2 % and 
thus creating a large matrix effect for the Ga Ka 
X-ray e mission . 
The comparison of EPMA and micro-PIXE data 
demonstrated the credibility of the models used for 
data processin_g with the micro-PIXE and the validity 
of both t ec hniques for quantitative analysis of a few 
hundreds to thousands of ppm. 
Some trace elements such as In, Se, Hg were 
detect ed by means of the micro-PIXE but were not 
detected by EPMA analysis. However, owing to instru-
mental factors, some minor elements (Fe, Cu) in the 
sphalerite specimens were not analyzed by the use of 
the micro-PIXE. The comparisons demonstrated the 
complementarity of EPMA and micro - PIXE for 
studying the localization of trace elements in sulfide 
minerals . 
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Discussion with Reviewers 
Reviewer I : I assume that sphalerite and chalcopyrite 
are stable under proton bombardment in the said 
analytical conditions. However, silver-, mercury-, or 
selenium-rich sulphide minerals usually decompose 
under such an analytical condition (4 MeV, 20-minute 
bombardment) and the bulk composition of the ana-
lyzed area usually changes during the counting period 
unless special cares have been taken to prevent the 
decomposition. Had this type of phase decomposition 
been encountered during your trace analyses of Ag, 
Hg and Se by micro-PIXE ? 
J. Minkin : The concentration determinations for Hg 
seem consistently lower with EPMA than with 
micro-PIXE. Doesn't this therefore give a strong 
indication that in the case of EPMA the electron 
irradiation with its shallow penetration is probably 
causing much local heating and consequent volati-
lization of the Hg, compared to the much-reduced 
effect of this nature which PIXE would have with its 
much greater penetration and therefore less localized 
heating ? 
H. Blank : You expect the low sensitivity of EPMA 
for Hg being due to composition changes induced 
during electron irradiation. Could you also find 
composition changes being due to proton beam 
damage ? 
Authors : All questions above emphasize two major 
points which may affect the reliability of data obtai-
ned by means of EPMA and micro-PIXE respectively 
i.e. : what is the irradiation dose required to induce 
beam damage during ele c tron or proton bombardment 7 
and how sensitive are both techniques to detect the 
beam damages induced during the energy loss process 
for the incident electrons and protons interacting with 
the solid respectively 7 
Beam damages i.e. composition changes during 
electron or proton bombardment result from several 
complex mechanisms such as stimulated desorption of 
species, thermal and or electrical enhanced diffusion. 
It is however difficult to predict which mechanism 
will be predominant since for a given incident energy, 
the effects will depend upon the element, the 
crystallographic structure, the existence of defects. 
For a particular material, the creation of 
damages and their kineti cs will depend simultaneously 
upon both the penetration depth of the incident 
particles (dimension of the analyzed volumes) and 
upon the distribution depth of the energy losses during 
inelastic scattering processes (shape of the analyzed 
volume). 4 MeV protons will penetrate much more 
deeper than ~20 keV electrons. As an example, for a 
ZnS substrate the penetration depth of electrons with 
°' 20 keV incident energy is only of few microns while 
this depth can reach ~ 100 µm when 4 MeV protons 
irradiate the target. 
In addition, under electron irradiation, the energy 
dissipation per unit of depth exhibits a maximum near 
the surface indicating that a high fraction of the 
incident energy is lost at a low depth as compared to 
the total range of electron penetration. Combining 
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surface sensitive techniques and the EPMA, Remond 
et al. (Scanning Electron Microsc., 1982 ; Ill : 
995-1011 and Scanning Electron Microsc., 1984 ; I : 
151-166) showed that electron beam irradiation may 
induce surface lateral diffusion and/or segregation of 
impurities from the bulk to the surface or vice-versa. 
The sensitivity of the method to detect the surface or 
sub-surface composition changes will depend upon the 
ionization distribution function and the escape depth 
of the generated photons within the volume. These 
authors also showed that due to the ionization distri -
bution function with depth, the EPMA is very sensi-
tive to detect very thin surface films bearing the ele-
ments assumed to be homogeneously distributed within 
the volume. In the case of proton irradiation Dyson 
and Fakhouri (X-ray Spectrometry, 1986, __!j_, 201-205) 
recently claimed that the ionization depth distribution 
resulting from scattering of protons also exh ibit ed a 
maximum near the surface, a result which has not yet 
been confirmed by others. 
However, since the Rutherford backscatter cross 
section is small, and since protons are scattered 
through angles which are much smaller than for elec-
trons, the existence of a maximum in the energy loss 
function versus depth more probably results from 
some other mechanisms (as yet not incorporated in 
standard PIXE theory) rather than from excitations by 
protons scattered towards the surface. Thus, although 
there is no direct evidence for beam damage induced 
by protons by combining surface sensitive techniques 
and micro-PIXE, such effect may occur. 
Therefore, for concentrations ranging from a few 
hundreds to a few thousands ppm as considered in the 
present study, small surface composition changes will 
not be detectable with the micro - PIXE. For this 
reason, if beam damages occur for Hg during proton 
bombardment this effect will be probably much 
smaller than for e lectron bombardment and wil I not 
be detected by micro-PIXE. No evidence for beam 
damage was shown for Se either with proton or elec-
tron irradiation. In addition, Cabri et al. (see ref. 4 in 
text) studying trace elements in pentlandite minerals 
showed that an excellent agreement between data 
resulting from EPMA analysis of areas which were 
previously exposed to proton irradiation. These obser-
vations tend to confirm that if proton indu ced 
damage ex ists , it is too small to be detected. 
J. Minkin : What do you use as the demarcation 
between minor and trace -element concentrations ? 
Authors : The limit between minor and trace elements 
is a subjective notion and may be arbitrarly defined. 
It is generally accepted from a mineralogical point of 
view to define trace elements, as those being present 
with concentration in the order of magnitude of seve -
ral hundreds of ppm or less while minor elements 
have concentrations ranging from one to a few per-
cent. It is obvious that such limits may change as a 
function of the analytical methods used. 
J. Minkin : The impressive general agreement of th e 
data of Harris et al. (1984) for Ag from lzok Lake 
with your data strongly emphasizes the accuracy of 
your "standardless" data quantification procedures, as 
I believe Harris et al. reduced their data against 
natural and synthetic standards. However, the Ag data 
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of Harris et al. for the Hilton Mine samples appear to 
be consistently higher than yours - do you attribute 
this to a sampling problem ? Did you analyze any 
areas on their original samples ? 
Authors : Harris et al. (Canadian Mineralogist, 1984, 
22, 493-498) analyzed the same areas of chalcopyrite 
specimens from Hilton Mine and lzok Lake deposits by 
means of EPMA and micro-PIXE. Comparisons showed 
excellent agreement between data obtained by using 
different synthetic materials containing Ag in small 
amounts as reference co mpounds. Three specimens 
from Hilton Mine were analyzed leading to Ag con-
centrations of - 1700 ppm, - 2300 ppm and - 3000 
ppm depending upon the analyzed specimen. The dif-
ferences observed with our present data probably 
result from the heterogeneity of the specimens since 
the specimen analyzed in the present study are not 
those studied by Harris et al. In addition EPMA analy -
ses reported by Harris et al. were not corrected for 
matrix effect. 
J. Minkin : With respect to EPMA quantitative analy-
sis based on standards, do you think that if instead of 
pure elements, standards are used which have lower 
concentrations of elements of interest in a matrix 
similar to that of the unknown (assuming such samples 
can be found in nature or synthesized with adequate 
homogeneity), would this result in better data, i.e. 
sma ller s.d.'s and lower MDL's? 
Authors : The use of pure element or compounds 
containing high concentrations of the element of 
interest leads to a high counting rate allowing to set 
accurate ly the monochromator to the Bragg's position . 
However, the peak intensity measurement must be 
carefu lly corrected for possible loss of data resulting 
from high dead ti me and from shift of the pulse height 
distribution in the PHA. The use of compounds as 
reference materials with composition close to that of 
the unknown will lead to intensity measurements 
having the same statistical precision. However 
increasing the precision will not change the matrix 
effect. The improvement in the limit of detection lies 
essentially in a more accurate measurement of the 
intensity of the continuous emission under the charac-
teristic peak. The use of "blank" specimens is a 
possible approach to this problem. However, fitting or 
digital filtering procedures will provide a more gene-
ral approach when a large number of compounds 
contain ing many trace elements has to be analyzed. 
E.T. Williams : What is the total ti me required for a 
complete EPMA analysis (i.e. : such as that for Table 
1) compared to the 20 minutes cited for one PIXE 
analysis ? Why do you make IO measurements of a 
sample by EPMA versus 1 for PIXE ? 
Authors : Four monochromators can be used simul-
taneously either for qualitative and quantitative data 
acquisition. Thus for a qualitative analysis (see Fig. 1) 
the monochromators are moved step by step and the 
full range of analyzed wavelengths is explored in 
about 5 minutes. The equipment is under the control 
of a microprocessor unit (data acquisition) and a 
computer (data handling). By the use of the micro-
processor each of the four spectrometers acts vir-
tually as if it has its own automation unit (asynchro-
nous displacement of each monochromator) . Thus, this 
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situation allows one to select different counting times 
for the elements to be analyzed within the same run. 
Therefore, the total acquisition time is imposed 
by the longest total counting time of operation for a 
given spectrometer. For the case of Ag analysis in 
CuFeS 2 the total time including both the data acquisi-
tion for the major and trace elements and the data 
reduction is in the order of magnitude of I 20 sec. 
E.T. Williams : How does the penetration depth of the 
electro ns (15-30 keV) compare with that of 4 MeV 
protons ? 
Authors : The mean atomic number for a CuFeS 2 
matrix is Z = 23.5. In a first approximation we can 
assume that the penetration depth for electron r 5-30 
keV energy will remain in the same order of magni-
tude than that for electrons penetrating a pure Cu 
target. Depth distribution for electro ns, ba ckscattered 
electrons and X-ray photons has been extensively stu-
died e ither experimentally ("sandwich" technique) or 
theoretically by the use of Monte Carlo calculation or 
by the use of the Boltzman transport equation. As 
illustrated by DE Newbury and H. Yakowitz the total 
penetration depth of electrons into copper increases 
from 0 . 2 to ~ I µm when the energy is increased from 
IO to 20 keV, the incident beam being normal to the 
surface of the specimen (DE Newbury, H. Yakowitz, 
(1976), use of Monte Carlo calculations in electron 
probe microanalysis and scanning e lectron microscopy, 
KFJ Heinrich, DE Newbury, H. Yakowitz (eds), NBS 
specia l publication 460, r 5-44). Obviously, Cu Ka pho-
tons are generated from smaller depth than the total 
depth of penetration of the e lectrons since their 
energy must be greater than the ionization energy of 
the Cu K level. In addition the analyzed depth must 
take into account the escape depth of the generated 
photons intera c ting with the matter. Ther efore for 
the experimental conditions used in the present study 
an average analyzed depth may be estimated to be 
~ I µm. 
With the 4 MeV proton beam ene rgy the total 
penetration depth is much greater than for electron 
irradiation. As an examp le figure 11 illustrates the 
variation with depth of the percent number of photons 
relative to the total number of Ag Ka photons measu-
red at the surface of a ZnS substrate containing 0.1 
wt % of silver (similar results should be obtained for 
the case of a chalcopyrite specimen containing 0.1 wt 
% of silver as bulk impurity). 
For the above calcu lation the 4000 keV incident 
proton energy was divided into 40 steps of equal 
energy loss as a function of depth. The number of 
photons generated within a thin "slice" of thickness, 
z, below the surface was calculated for each of the 
40 steps. The number of emitted photons was then 
calculated taking account for the attenuation by the 
matrix of the number of generated photons as a func-
tion of depth. For the ZnS (or CuFeS 2 ) matrix , the 
total penetration depth of protons was in the order of 
magnitude of ~ roo µm. The escape depth for the Ag 
Ka photons was ~ 60 µm when 95 % of the total 
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Figure rr - Number of Ag Ka measured photons (o.r 
wt % Ag in ZnS) with respect to the total 
Ag Ka yield as a function of the penetra-
tion depth of 4 MeV protons. 
E.T. Williams : What were the diameters of the pro-
ton and electron beams used in the analysis ? 
Authors : In practice, it is usual with the EPMA to 
e valuate the electron beam diameter from observing 
either the luminescence emission or the contamination 
spot which often develop during beam irradiation. 
Specimens such as cassiterite, Sn0 2 , or thorite 
SiO , Th emit cathodoluminescence and are often used 
to control the beam alignm ent and beam diameter. In 
the present study some of the sphalerite specimens 
emitted luminescence under e lectron and proton irra-
diation and were used to locate the position of the 
beams. The luminous photons generated within the 
volume interact with the solid before to merge at the 
surface of the specimen. The diameter of the 
!um inescent spot observed at the surface of the speci-
men is greater than the diameter of the electron or 
proton beam resulting from scattering effect. 
As illustrated in Fig. 8, beam diamet er can also 
be eva luat ed from the size of the contamination spots 
which develop at the surface of the specimens. For a 
given specimen, the lateral size of the dam aged area 
depends on the total irradiation dose and may change 
as a function of time resulting from various mecha-
nisms such as stimulated adsorption or desorption and 
lateral diffusion of some species. 
Thus observation of both cathodoluminescence 
and con tamination spots leads to an overestimated 
eva luation of the diameter of the incident beam. In 
the present study, the electron beam diameter was 
es timated to be < 2 µm and the proton beam size to 
be ~ 4 µm x 6 µm in size. 
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H. Blank : Chen et al. [ NIM !!.1, (1984), 241-245 ] re-
port comparison of PIXE and synchrotron radiation 
analysis. Do you intend to apply synchrotron radiation 
analysis on your samples ? 
Authors : The major advantage of proton and synchro-
tron irradiation over electron bombardment is to 
induce a low intensity of the continuous X-ray 
emission. However, X-ray spectrometry using synchro-
tron irradiation and micro-PIXE complement the 
electron probe microanalysis taking account for the 
easy use of EPMA equipment for analytical problems 
requiring a large number of point analyses. Owing to 
the chemical heterogeneity of minerals, the tech-
niques to be used for trace element localization must 
provide high lateral resolution. Thus our future work 
will aim to compare X-ray spectrometry with secon-
dary ion mass spectroscopy induced either by ion 
bombardment or laser irradiation applied to trace and 
infratrace element analyses. 
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